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Abstract. Diffuse optical spectroscopic imaging (DOSI) is an emerging near-infrared imaging technique that
noninvasively measures quantitative functional information in thick tissue. This study aimed to assess the fea-
sibility of using DOSI to measure optical contrast from bone sarcomas. These tumors are rare and pose technical
and practical challenges for DOSI measurements due to the varied anatomic locations and tissue depths of
presentation. Six subjects were enrolled in the study. One subject was unable to be measured due to tissue
contact sensitivity. For the five remaining subjects, the signal-to-noise ratio, imaging depth, optical properties,
and quantitative tissue concentrations of oxyhemoglobin, deoxyhemoglobin, water, and lipids from tumor and
contralateral normal tissues were assessed. Statistical differences between tumor and contralateral normal
tissue were found in chromophore concentrations and optical properties for four subjects. Low signal-to-
noise was encountered during several subject’s measurements, suggesting increased detector sensitivity will
help to optimize DOSI for this patient population going forward. This study demonstrates that DOSI is capable of
measuring optical properties and obtaining functional information in bone sarcomas. In the future, DOSI may
provide a means to stratify treatment groups and monitor chemotherapy response for this disease. © 2017 Society of

Photo-Optical Instrumentation Engineers (SPIE) [DOI: 10.1117/1.JBO.22.12.121612]
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1 Introduction
Sarcomas are malignant tumors of connective tissue, including
bone, muscle, and cartilage.1 Although sarcomas represent only
a small portion of cancers in the United States (<1%),2,3 they
comprise 12% of all childhood cancers.4 Five-year disease-
free survival and overall survival for localized disease have
remained at ∼70% for the last 40 years.2,3,5–8 Osteosarcoma
and Ewing’s sarcoma are two of the most common childhood
sarcomas and the two most common bone malignancies in
children and young adults,2,5 representing 5% of all pediatric
cancers.4

Osteosarcomas and Ewing’s sarcomas are treated as a
systemic disease using multiagent neoadjuvant (presurgical)
chemotherapy followed by local control and postoperative
chemotherapy.9–11 Currently, there are no methods to determine
which sarcoma patients would benefit most from neoadjuvant
therapy or immediate surgery. In patients with localized disease,
the only clinically accepted prognostic marker to neoadjuvant
chemotherapy is histological response.12 For osteosarcoma and
often Ewing’s sarcoma, a good histological response is typically
defined as having >90% tumor-cell necrosis at the time of
surgery, which is correlated with longer disease-free survival,
event-free survival, and overall survival rates.9,10,13,14

Unfortunately, ∼40% to 70% of patients have a poor histological
response. Additionaly, this biomarker can only be determined at
the time of surgery, weeks or months after the start of intensive
chemotherapy. 15–17 The inability to adequately evaluate

treatment response may contribute to continued poor out-
comes,18 emphasizing the need to identify poor responders
early in treatment before surgery.

Other prognostic markers, such as tumor location,5,10,16 ini-
tial tumor size,12,16 intratumoral microvessel density,19 disease
stage,5 metastasis,16 and alkaline phosphatase10,20–22 have
been proposed but remain unverified and are generally not
used to guide treatment decisions. Imaging techniques have
been mostly unsuccessful in predicting chemotherapy response
in sarcoma.23–25 Volumetric changes may not occur even in
responding tumors due to the bony nature of many sarcomas,24

rendering many structural imaging techniques unhelpful.
Diffuse weighted MRI has had mixed results detecting tumor
viability, and it remains unverified.24–27 Recently, the functional
imaging techniques FDG PET/CT found that tumor necrosis at
the time of diagnosis was correlated with pathologic response
and mortality.28 However, these techniques cannot be used
for frequent treatment monitoring because of cost and potential
harm to the patient from radiation or exogenous contrast
agents.29 Thus, tumor necrosis at the time of surgery remains
the best prognostic marker for sarcoma and finding a new
marker earlier in treatment is a priority.10,16,20,30

Frequency-domain diffuse optical spectroscopic imaging
(DOSI) is a noninvasive imaging technique that can provide
tissue molar concentrations of key metabolic and molecular
species in thick tissue. DOSI has been studied extensively in the
context of breast cancer, where it has been shown that functional
hemodynamic information measured using DOSI is correlated
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with pathologic response as early as the first day after the start of
neoadjuvant chemotherapy.31–33 Similar optical biomarkers
may exist in sarcoma. Since DOSI does not rely on structural
changes but is sensitive to tumor metabolism and necrosis,
it may provide earlier assessments of treatment response than
other available methods.

DOSI has not been used previously to evaluate bone
sarcomas. These tumors present several challenges due to the
varied anatomic locations where they develop, their depth within
tissue, and the substantial differences in tissue composition
compared with breast tissue. The goals of this work are to estab-
lish that sarcomas can be measured in a variety of anatomic
locations and to quantify DOSI performance for these measure-
ments, including signal levels and imaging depth. Longitudinal
treatment monitoring was not a goal of this study, and measure-
ments were acquired either before or early during treatment. Due
to the rarity of this disease, these initial measurements represent
a crucial step in laying the groundwork for future studies of this
patient population, and point toward improvements in DOSI
technology likely needed to achieve optimal results.

2 Methods

2.1 Diffuse Optical Spectroscopic Imaging
Instrumentation

The DOSI system used for this study has been previously
described.34,35 The system is compact and fits on a medical
cart, allowing bedside access during chemotherapy. The system
acquires both frequency-domain and continuous wave (broad-
band) measurements. It has a handheld probe that delivers
amplitude modulated near-infrared (NIR) light and broadband
light to the tissue via 400 μm and 1-mm optical fibers, respec-
tively. Light levels delivered to the tissue are within ANSI limits
for skin exposure. For the frequency-domain measurements,
light from four lasers (659, 689, 781, and 829 nm) is amplitude
modulated in a sweep from 50 to 500 MHz and detected by an
avalanche photodiode (APD) with a 0.5-mm active area (C5658
with detector S-6045, Hamamatsu Photonics, Hamamatsu,
Japan), which is embedded in the handheld probe. Broadband
light from a tungsten-halogen lamp is detected by an NIR spec-
trometer (650 to 1000 nm). Figure 1 shows a picture of the probe
sources and detectors. All measurements for this study were
taken with a source–detector separation of 28 mm.

2.2 Subject Eligibility and Enrollment

All subjects currently diagnosed with a bone sarcoma and
scheduled to undergo neoadjuvant chemotherapy were eligible.
Informed consent was obtained from all subjects. Minors (<18
years) gave assent to the best of their ability to understand, and
their parent or guardian gave written informed consent. This
project was approved by the Institutional Review Boards at
Boston University and Montefiore Medical Center.

2.3 Imaging Procedures

A standard DOSI measurement procedure originally developed
for breast and used for several prior published studies was modi-
fied for measurements taken in this study.33,34 A grid of fiducial
markers with 1-cm spacing was transferred onto the skin surface
overlying or immediately adjacent to the underlying tumor
using a transparency and nonpermanent surgical marker. The
transparency included distinguishing features, which serve as
a reference, such as freckles, moles, scars, and bone landmarks.
The landmarks helped to identify the same region of interest for
subsequent measurements and to identify the DOSI measure-
ment location on the MRI. An operator scanned the handheld
probe over the grid, taking a point measurement at each location.
A single point measurement typically took 15 to 30 s, which
includes the time it takes to position the probe, ensure good
contact between the probe and the skin, and acquire data.
After processing the data, a 2-D map of chromophore values is
created by a linear interpolation between measurement points.
A typical measurement area for this study contained an average
of 43 individual point measurements on both the tumor and on
the contralateral normal tissue.

2.4 Analysis

DOSI measures broadband absorption by combining frequency-
domain and continuous wave measurements. Absorption and
reduced scattering coefficients (μa and μ 0

s, respectively) are
calculated from fitting calibrated frequency-domain amplitude
and phase measurements from 50 to 400 MHz to the P1
diffusion approximation of the radiative transport equation,
assuming a homogenous, semi-infinite media.36,37 Broadband
absorption is fit and scaled to the frequency-domain absorption
measurements.37–39 Using the broadband absorption and known
extinction coefficients,40–43 quantitative concentrations of oxy-
hemoglobin, deoxyhemoglobin, water, and lipids are calculated
using Beer’s Law. The Mann–Whitney test was used to stati-
cally compare the distribution of point measurements for
tumor and contralateral normal tissue using SciPy 0.18.0 in
Python version 2.7.9.44,45

2.5 Estimates of Imaging Depth and Signal-to-Noise
Ratio

All subjects had at least one MRI before the start of treatment.
A bone landmark near the DOSI measurement site, clearly iden-
tifiable by the operator during the DOSI measurement as well as
on the corresponding MRI, was used to correlate DOSI meas-
urement regions on the patient’s MRI. More specifically, the dis-
tance from a bone landmark to a specific DOSI measurement
location was recorded on the DOSI transparency. Using the
subject’s most recent MRI, this distance was measured from
the same bone landmark along the surface of the skin using
the ruler tool in Centricity Enterprise Web (General Electric

Fig. 1 Picture of broadband source and detector fibers, laser source
fiber bundle, and APD. The region of the probe shown is placed in
direct contact with subject’s skin during clinical measurements.
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Company, Chicago, Illinois). Once the DOSI measurement loca-
tion was found on the MRI, the ruler tool was used to measure
the distance perpendicular from the surface of the skin to the
edge of the tumor margin, providing an estimate of tumor depth.

DOSI imaging depth was estimated from the photon hitting
density (PHD) determined at a line perpendicular to the tissue
surface emanating from the geometric midpoint between the
source and detector locations. The peak PHD and the 90%,
50%, and 10% of the peak PHD are also recorded. A visual rep-
resentation of the imaging depths is shown in Fig. 2. The PHD
was calculated based on the definition described by Schotland
et al.,46 using the Virtual Photonics Simulator (Virtual Photonics
Initiative, Irvine, California) with the analytic solution to the
standard diffusion approximation and assuming a homogenous
media and an isotropic point source. Simulation optical proper-
ties were determined from the optical properties at 689 nm of
a DOSI measurement that was colocated with MRI for each
subject.

The experimental signal-to-noise ratio (SNR) was calculated
as the raw amplitude divided by a dark measurement. The dark
measurement was calculated as the average of five measure-
ments taken on a highly absorbing black phantom. For each sub-
ject, the median SNR and 10 to 90 percentile range is reported.
SNR was calculated as the average SNR for all measurements as
a function of the modulation frequency. To be included in the
dataset, the 90th percentile of the SNR must be greater than or
equal to 3 for three of the four lasers. It was determined that
under this threshold, data were not of sufficient quality for accu-
rate optical property extraction. This requirement ensures that
there are at least three data points for the power law fit of
μ 0
s. If the SNR did not meet this condition, the subject was

excluded from analysis.

3 Results

3.1 Enrollment and Tumor Characteristics

Six subjects diagnosed with osteosarcoma (n ¼ 4) or Ewing’s
sarcoma (n ¼ 2) were enrolled in the study. Subjects are iden-
tified in this manuscript with a four-digit identifier, the first
being designated as 1001, the second as 1002, etc. The subject
and tumor characteristics of the six subjects are shown in
Table 1. Locations measured were the femur (n ¼ 3), humerus

(n ¼ 1), tibia (n ¼ 1), and ribs (n ¼ 1). Two subjects were
excluded from analysis. For one subject diagnosed with osteo-
sarcoma of the distal femur, the tumor location was too sensitive
to touch and therefore could not be measured with DOSI. For a
different subject diagnosed with osteosarcoma of the proximal

Fig. 2 DOSI imaging depth estimates from the PHD. At a line
perpendicular to the tissue surface emanating from the geometric
midpoint between the source and detector locations (red dotted line),
the peak PHD (black dotted), and the 90%, 50%, and 10% of the peak
PHD (black dash-dot, dashed, and solid lines, respectively) are
calculated. The inset shows the PHD profile along the midline.

Table 1 Subject and tumor characteristics.

Group

Variable Analysis Excluded All

Subjects 4 2 6

Age (years)

Median 15 16 15

Range 10 to 18 14 to 18 10 to18

Mean 14 17 15

Sex

Male 3 2 5

Female 1 0 1

Race

White 2 0 2

Black/African–American 0 2 2

Hispanic 2 0 2

Site

Trunk 1 0 1

Extremity 3 2 5

Location

Left 3 0 3

Right 1 2 3

Disease

Osteosarcoma 2 2 4

Ewing’s sarcoma 2 0 2

Median tumor depth (mm) 9.7 7.5 9.6

Percent necrosis (%)

Median 98 63 96

Range 85 to 99 30 to 95 30 to 99

Mean 95 63 84

Pathologic response

Good 3 1 4

Poor 1 1 2

Mean number of DOSI
data points per side

38 60 43
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tibia, the DOSI signal was determined to be too low for analysis,
likely because of a highly attenuating tumor. Of the remaining
four subjects, three were measured with DOSI before neoadju-
vant chemotherapy and one was measured on the ninth day of
treatment. Of the four subjects included in the analysis group,
three were determined to have a good pathologic response to
neoadjuvant chemotherapy, and one had a poor response.

3.2 Imaging Depth and Signal-to-Noise Ratio

The tumor depth for each of the subjects is shown in Table 2.
The peak intensity of the PHD halfway between the source and
the detector was calculated as 5.8, 5.6, 4.5, and 5.5 mm for
subjects 1001, 1002, 1004, and 1006, respectively. As seen
in Table 2, the estimated peak intensity of the PHD does not
reach the tumor for any of the measured subjects. 50% of the
peak PHD was calculated as 12.8, 11.4, 9.8, and 10.8 mm
for subjects 1001, 1002, 1004, and 1006, respectively. 50%
of the peak PHD reaches the tumor for subjects 1001 and
1002. For subject 1004, the 50% of the peak PHD is beyond
the layer of subcutaneous fat but not within the tumor.
However, for three of the four tumors included in the analysis
group, 10% of the peak PHD reached the tumor, suggesting
some photons are probing the tumor tissue. For subject 1006,
the depth at 10% of the peak PHD is within the subcutaneous
fat layer.

For subjects 1004 and 1006, poor SNR was achieved at
higher modulation frequencies so data were processed from
50 to 300 MHz. For all subjects, the frequency-domain data
taken at the shortest wavelength, 659 nm, had the lowest
SNR while data taken at 781 nm had the highest SNR, as
seen in Table 3. For the frequency-domain data taken at
659 nm, the median SNR and 10 to 90 percentiles for subjects
1001, 1002, 1004, 1005, and 1006 were 82 [29, 149], 41 [13,
68], 9 [3, 11], 2 [1, 2], and 6 [3, 8], respectively. The median
SNR taken at 781 nm was 296 [119, 441], 165 [71, 247],
58 [41, 68], 16 [11, 20], and 59 [38, 74], respectively, for
subjects 1001, 1002, 1004, 1005, and 1006.

3.3 Optical Properties

Optical properties were compared for measurements taken on
the tumor and contralateral normal tissues for each subject
(Fig. 3). The median and interquartile ranges in Fig. 3 show
a high degree of variability between subjects and within sub-
jects, and the shape of the absorption and the reduced scattering
coefficient spectra differ substantially among subjects. Among
subjects, the differences in absorption magnitude may be caused
by differences in intrinsic properties, tumor size, or tumor depth.
Within subjects, there are clear differences between tumor
and contralateral normal tissues, especially in subjects 1001 and
1004 [Figs. 3(a) and 3(c), respectively]. Subjects 1002 and 1006
have subtle spectral differences between tumor and normal
tissue, with the strongest differences appearing in absorption
spectra near 980 nm.

There are statistical differences between tumor and contralat-
eral normal scattering amplitude for subject 1001 (p ¼ 0.001)
and scattering slope for subjects 1001 and 1004 (p < 0.001 and
p ¼ 0.026, respectively). In subjects 1002 and 1006, the
scattering amplitude and slope are not statistically different
(p ¼ 0.26 and p ¼ 0.34 for subject 1002, p ¼ 0.42 and
p ¼ 0.44 for subject 1006). Subjects 1002 and 1006 both
have osteosarcoma of the distal femur.

3.4 Chromophore Concentrations

There are differences in chromophore concentrations between
tumor and contralateral tissue for all subjects in the analysis
group. For example, Fig. 4 shows a DOSI measurement of sub-
ject 1002 taken prior to neoadjuvant treatment. The measure-
ment area, shown in Fig. 4(a), was a T shape with a 1-cm
spaced grid containing 48 points that covered a 7- × 7-cm
area. For this region of interest, the total DOSI measurement
time was 24 min. Despite the fact that 50% of the peak PHD
did not reach the tumor (Table 2), oxygen saturation maps reveal
differences between normal and affected tissue, as seen in
Fig. 4(b) (p < 0.001). There is a strong visible correlation
between oxygen saturation and tumor location, especially at
the most superficial bone locations.

Chromophore information is summarized for each subject
analyzed in Fig. 5. As shown in Figs. 5(a)–5(d), tumor and
contralateral normal tissue statistically differed in total hemoglo-
bin concentration for three of the four subjects (p < 0.001,
p < 0.001, and p ¼ 0.018, for subjects 1001, 1004, and
1006, respectively). Subjects 1002 and 1004 had a higher
median total hemoglobin concentration in the tumor compared
with the contralateral normal, whereas subjects 1001 and 1006
had the opposite trend. For subject 1001, differences in total
hemoglobin were driven by deoxyhemoglobin (p < 0.001).
For subjects 1004 and 1006, both deoxyhemoglobin (p < 0.001
and p ¼ 0.018, respectively) and oxyhemoglobin (p ¼ 0.003

and p ¼ 0.018, respectively) contributed to differences in total
hemoglobin concentration. Subject 1002 have a statistically
higher oxyhemoglobin concentration in the tumor compared
with the contralateral normal tissue (p < 0.038).

Oxygen saturation was higher in the tumor compared with
the contralateral normal tissue for subjects 1001 and 1002
(p < 0.001 for both). For subject 1006, oxygen saturation is
lower in the tumor (p ¼ 0.028). At the end of neoadjuvant treat-
ment, these three subjects also had a good response to treatment
(>90% tumor-cell necrosis).

Table 2 Tumor and imaging depths.

Subject

Variable 1001 1002 1003 1004 1005 1006

Tumor depth (mm) 5.89 9.40 9.85 9.99 5.15 32.23

Subcutaneous fat
thickness (mm)

5.89 5.7 4.46 4.64 5.15 25.04

Imaging depth (mm)

Peak PHD intensity 5.8 5.6 a 4.5 b 5.5

90% of the peak PHD 8.20 7.60 a 6.3 b 7.4

50% of the peak PHD 12.80 11.40 a 9.80 b 10.8

10% of the peak PHD 21.40 18.00 a 15.5 b 16.6

aDOSI measurement not taken.
bDOSI measurement not processed.
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Fig. 3 Median (solid line) and interquartile range (shaded) of absorption (a to d) and scattering (e to h)
coefficients versus source wavelength obtained at tumor (pink) and contralateral normal (green) locations
for four sarcoma patients.

Fig. 4 A 10-year-old male with osteosarcoma in the right distal femur was measured with DOSI before
neoadjuvant chemotherapy. (a) Diagram of bones in the right knee. The measurement area is the shaded
region with the origin being the bottom tip of the patella. (b) Oxygen saturation maps for tumor and
contralateral normal tissue.

Table 3 Median SNR with 10 to 90 percentiles.

Subject

Wavelength (nm) 1001 1002 1004 1005 1006

659 82 [29, 149] 41 [13, 68] 9 [3, 11] 2 [1, 2] 6 [3, 8]

689 89 [37, 152] 44 [18, 75] 13 [9, 17] 3 [2, 3] 10 [6, 13]

781 296 [119, 441] 165 [71, 247] 58 [41, 68] 16 [11, 20] 59 [38, 74]

829 162 [56, 390] 108 [37, 233] 41 [21, 67] 15 [8, 26] 46 [23, 81]
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As seen in Figs. 5(e) to 5(h), lipid concentrations were lower
in tumor tissue compared with contralateral normal tissue for
three of the four subjects (p < 0.001, p ¼ 0.008, and p < 0.001
for subjects 1001, 1002, and 1004, respectively). Water concen-
trations varied greatly among subjects [Figs. 5(e) to 5(h)]. The
median water concentration was higher in tumor tissue com-
pared with contralateral normal tissue for all except subject
1006. However, only subject 1004 had a statistical difference
in water concentration (p < 0.001). Subject 1004 also had a sub-
stantially higher water concentration in both tumor and normal
tissue compared with the other subjects.

The tissue optical index (TOI) is a commonly used contrast
function in DOSI breast cancer measurements.34,47 TOI is
defined as deoxyhemoglobin*water/lipids, it has been used to
identify tumor location.47 For subjects 1001 and 1004, the
TOI is statistically different between tumor and contralateral
normal tissue (p < 0.001 for both subjects). This difference
in TOI is not present for subjects 1002 and 1006.

4 Discussion
This feasibility study presents, to the best of our knowledge,
the first measurements of optical properties and chromophore
concentrations of bone sarcomas using DOSI. In two of the six
enrolled subjects, DOSI measurements could not be taken due to
touch sensitivity (n ¼ 1) or could not be analyzed due to high
tissue attenuation (n ¼ 1). In the remaining four subjects, DOSI
measurements demonstrated contrast between tumor and contra-
lateral normal tissue in both optical properties and chromophore
concentrations. These results suggest that DOSI is capable of
measuring and characterizing sarcoma tumors, although improve-
ments in DOSI probe technology are needed to acquire accurate
measurements in a larger portion of this patient population.

The sarcomas measured in this study presented a diverse pat-
tern of chromophore concentrations. Despite this diversity, sev-
eral commonalities were noted. For example, three of the four
subjects had statistically lower lipid concentrations in the tumor

compared with the contralateral normal tissue. Of these, subjects
1001 and 1004 had the largest differences in tumor lipid con-
centration compared with contralateral normal, and both had
Ewing’s sarcoma with a soft tissue component. For these sub-
jects, the tumor may have displaced lipids content as it grew.
Subject 1006 also had a soft tissue component; however, there
was no discernible difference in lipid concentration between the
tumor and contralateral normal side, likely because the tumor
was so deep (33.23 mm below the skin surface). It is also of
note that the extracted lipid concentrations for subjects 1001,
1002, and 1006 are higher than those previously reported for
bony locations on the limbs, although these prior reports
were from more superficial locations.48,49

While lipids were generally different in tumor compared with
contralateral normal regions, only subject 1004 had significantly
different water concentrations between tumor and contralateral
normal tissue. It is of note that the magnitude of the water
concentration for subject 1004 was much greater than the other
subjects, and subject 1004 had the only measurement location
not on the limbs (the tumor was on the ribs). Literature values
for water concentrations in tissue vary greatly48–50 but with the
exception of subject 1004, the water concentrations in this study
are similar to those previously reported for other bony locations
on the limbs.48

Hemoglobin levels varied to a large extent over subjects, but
the concentrations of oxyhemoglobin and deoxyhemoglobin
are generally comparable with other literature values for bony
tissue.48,49,51–53 Median oxygen saturation values ranged from
∼50% to 70%, which fall on the low end of values reported
in literature for other diffuse measurements performed on bone
[Figs. 5(e)–5(h)].48,51,54 It is of note that the bone measurements
in this study were not as superficial nor from the same locations
as those in literature.

An interesting result from this study is that subjects 1001 and
1002 had a higher oxygen saturation in the tumor compared with
the contralateral normal tissue. Higher oxygen saturation could

Fig. 5 Hemoglobin (μM concentration for panels a to d) and water, lipid, and oxygen saturation (% con-
centration for panels e to h) for tumor (pink) and contralateral normal (green) tissue for four sarcoma
subjects. * represent a statistical significance between tumor and contralateral normal tissue at p = 0.05.
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be from shunting or the increased metabolic demand of the
tumor.55 As a static measurement, DOSI cannot distinguish
differences between oxygen delivery and consumption, but add-
ing a measure of blood flow may shed light on the specific
physiology of these tumors.56

The TOI showed contrast between tumor and contralateral
normal tissue for the subjects with Ewing’s sarcoma. Both of
these subjects had a soft tissue component that was more
superficial to the surface of the skin. The subjects without
TOI contrast had osteosarcoma of the distal femur.

4.1 Limitations

There were several notable limitations of this study. First, due
largely to the rarity of the disease, the number of subjects is
small and the anatomic sites measured are diverse. For these
reasons, the data shown serve as the first documentation of
the optical characterization of this patient population, but it is
not possible to make generalized statements about sarcoma opti-
cal properties and chromophore concentrations without more
data.

The next potential limitation includes the choice of chromo-
phores for this study. For this investigation, oxyhemoglobin,
deoxyhemoglobin, water, and lipids were fit to measured broad-
band absorption spectra. Collagen is also an important compo-
nent in bone, tendon, cartilage, muscle, and skin,57 and several
groups have added collagen to their fitting procedures.48–50,52,58

The use of collage as a contributing absorber is relatively recent,
and there are limited experimental methods to validate the accu-
racy of collagen fits. For example, there are no known reports
demonstrating the fabrication of tissue mimicking optical phan-
toms that incorporate collagen at physiologically relevant con-
centrations at the volume scales needed for diffuse optical
measurements. These reasons contributed to the decision not
to include collagen in this study.

An additional potential limitation involves the use of the spe-
cific light propagation model. For this study, the P1 diffusion
approximation of the Boltzmann transport equation was used.
This model assumes a homogeneous optically diffusive media,
and the specific boundary conditions used for solving the ana-
lytical diffusion equation assume a semi-infinite media.36,37

It has not been validated that in vivo measurements of bone,
which is porous and highly structured, meet these criteria.
It is notable that available NIR absorption spectra of bone indi-
cate that reduced scattering is at least an order of magnitude
larger than absorption, providing support that bone is an
optically diffusive media.49 In vivo measurements; however,
involve multiple chromophores, layered tissue, and complex
microarchitecture.

4.2 Future Work

Despite several potential limitations of this work, the data indi-
cate that bone sarcomas are amenable to measurement with dif-
fuse optical technologies and that optical contrast exists between
tumor and contralateral normal regions. Improvements in instru-
mentation, including the ability to measure more highly absorb-
ing tissue at deeper imaging depths, will be key to collecting
future high-quality data sets. Additionally, investigations into
the inclusion of other chromophores (e.g., collagen), further
validation of the models used, investigations into the effects of
bone optical anisotropy, and improved coregistration with ana-
tomic imaging modalities will assist in validating diffuse optics

as a useful technique in this patient population. We describe
several specific technical challenges here.

Imaging depth is a challenge for some bone sarcomas.
Photons must travel through skin, subcutaneous lipids, muscle,
and bone to reach many of these tumors. For three of the four
subjects analyzed in this study, the tumor depth overlapped with
imaging depths (Table 2), but in one subject, it is suspected that
the tumor was too deep to be measured with the current probe
geometry (subject 1006, 32.23 mm below the surface). Based
on simulations of PHD for matched optical properties in this
region, a source–detector separation of 88 mm would be
required for the 10% of the PHD peak to reach the tumor mar-
gin, whereas the current probe used a 28-mm source–detector
separation. It is possible that the measured differences between
tumor and normal tissue for this subject arise from inflammation
or other peritumoral effects. To better match tumor and imaging
depths for cases like this, increased source–detector separations
could be implemented, transmission geometries could be
explored, or the use of late-photon gating could be used in
time-domain systems to preferentially emphasize the contribu-
tion of photons that have traveled more deeply.59

Improvements in signal level would greatly assist for mea-
surements in this patient population. Tumors measured in the
study had a large range of overall optical attenuation, and for
some subjects the measured hemoglobin concentrations were
very high (e.g., subject 1004 had an average tumor total hemo-
globin level >70 μM), presenting a challenge for achieving
adequate SNR. In another subject (subject 1005), the SNR
was determined to be too low for accurate optical property
extractions. Additionally, if a larger source–detector separation
were implemented to measure deeper tissues, increased detector
sensitivity would also be required to avoid low SNR. To increase
the SNR, larger area APDs or photomultiplier tubes (PMTs)
could be utilized, but each of these design choices involve trade-
offs. For example, larger areas APDs generally have reduced
modulation bandwidth, and PMTs have limited dynamic range
and linear operating regions.58

Improvements to probe geometry and materials would also
assist in measuring this patient population. For example, one
subject (subject 1003) could not be measured because the
tumor region was too tactile sensitive for a contact probe. A
smaller probe footprint or different, softer, probe materials
may alleviate this, but it is possible that subject tactile sensitivity
could be a limitation of the technology for a portion of this
patient population. Additionally, while the majority of bone sar-
comas form in the long bones of the body16 sarcomas can form
anywhere, and the probe needs to accommodate a wide range of
anatomic sites. A smaller probe footprint or a flexible probe
geometry may help facilitate measurements on angular and
bony surfaces. Additionally, larger source–detector separations
may be necessary to access deep tumors.

5 Conclusions
This study demonstrated the ability of DOSI to measure optical
properties and functional information at several common sar-
coma locations. DOSI was able to differentiate between healthy
and sarcoma tissue, although there was substantial variation
among subjects. Going forward, several key technological
developments are required to better measure this patient popu-
lation, including more flexible probes and more sensitive detec-
tion. Additionally, larger datasets are needed to characterize and
quantify sarcoma optical properties and treatment response
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dynamics. In the future, DOSI may provide a new means to
stratify treatments and monitor chemotherapy response in
bone sarcomas, positively impacting treatment decisions and
patient outcomes.
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